Determination of ascorbic acid and uric acid in plasma by high-performance liquid chromatography.
A simple method with excellent reproducibility has been developed for the simultaneous determination of the plasma concentration of ascorbic acid and uric acid by reversed-phase HPLC using an ion-pairing reagent with UV detection. Coefficients of variation for the concentrations of ascorbic acid and uric acid in plasma are < 2.1% and < 3.5% respectively.